Oxygen Content (%)

Flushing Test - Oxygen Content vs Time

25 200
— Upper Monitor
— Lower Monitor
20 i i \ — PPM Monitor 160
Lto PPM Monitor
15 "02 Monitor'- A 120 E
c
99ins| WASHED | > 9
TANK 48 ins ;
10 80 o
100 ppm
02 Monitor g X output
argon . 24 ing
gas in diffuser | |
5 4] —~ 40
O T T 4 , | ' m , I l \ = O

17:16 18:16 19:16 20:16 21:16 22:16 23:16 0:16 1:17 2:17 3:17

to 100 ppm (reduction of 2,000) takes 6 hrs = 2.6 volume changes
(cf simple mixing, which predicts In(2000) = 7.6 volume changes)



