Data Acquisition: Primer
5/2/2008  S. Pordes:

Scope has to be set correctly:. Ch1, 2 and 3 have to be on; ch1 & 2 at 1 Mohm, ch3 at 50 ohm. On Menu bar at top of Display: Horiz/Acq  -> Acquisition Mode -> Avg

Time Base 200 microsec, Ch1 and Ch2 what is needed to see signals (not less than 2 mV)

Photodiode in Ch3 – you could play with how far the fiber goes in. 

Walter’s Nim Module set to Remote Control.

Walter’s Box on top: set to Auto. The box turns the power to the flash-lamp on and off in response to a signal from the DAQ program. It also turns the power off after 100 seconds to prevent damage to the light fiber in case the program turns the lamp on and fails to turn it off. The timing fault light will go on and the Reset has to be pushed to resume operation. 

The data acquisition program is called PRMv4 – a shortcut is on the desktop. It takes data automatically at intervals set by the user. The user can also say how many data sets (readings) are to be taken each time.
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If the disk is red, double-click on Liquid Status





Click to Start and Stop








